[Thermoconductimetric method of studying the blood coagulation process].
A method is offered to compensate the effect of the sample temperature variation on the performance of the thermoconductometric unit intended for studying the blood coagulation with an additional thermister. In the course of analysis of the unit measuring circuit some formulas were derived for engineering calculations. This compensation method was shown as efficient one on mathematical models.